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Abstract. Horizon-T is an innovative detector system constructed to study Extensive Air Showers (EAS) in the
energy range above 1016 eV coming from a wide range of zenith angles (0o - 85o). The system is located at the
Tien Shan High-altitude Science Station of the Lebedev Physical Institute of the Russian Academy of Sciences
at ∼3340 meters above sea level. It consists of eight charged particle detection points separated by distances
up to one kilometer as well as an optical detector subsystem to measure the Vavilov-Cherenkov light from the
EAS.
The time resolution of charged particles and Vavilov-Cherenkov light photons passage of the detector system is a
few ns. This level of resolution allows conducting a research of the atmospheric development of individual EAS.
This report focuses on a general description of the detector system and the individual sub-systems providing an
overview of the operations and latest results.
1 Introduction
The Tien Shan High-altitude Science Station (TSHSS),
of the P. N. Lebedev Physical Institute of the Russian
Academy of Sciences, is located at a height of ∼3340
above sea level. The Horizon-T [1] (HT) detector system
was constructed there in order to study both the spatial and
temporal distribution of the charged particles within the
EAS with a time resolution of few ns. This new method
allows to collect more data from each detection point (par-
ticle density and time of passage) and increase the mea-
surement precision of the EAS parameters and accurately
measure the core position even if it falls outside of the de-
tector system area.
HT consists of eight charged particle detection points
separated by distances up to one kilometer as well as an
optical detector subsystem to view the Vavilov-Cherenkov
light from the EAS. The aerial view of the detector system
is shown in Figure 1.
2 HT detectors
The HT detector system consists of detectors of several
different types: plastic scintillator [2] with MELTS [3]
FEU49 model PMT, plastic scintillator with Hama-
matsu [4] R7723 PMT assembly, glass with R7723 PMTs
and a Vavilov-Cherenkov radiation detector with both
FEU49 and Hamamatsu H6527 PMT assemblies.
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Figure 1. Aerial view of the Horizon-T detector system.
2.1 Scintillator Detectors
The Scintillator Detectors (SD) all use polystyrene-based
square-shaped cast scintillator with 1 m2 area and 5
cm thickness. The near periphery SD (detection points
1, 4, 5, 6 and 7) use R7723 PMT assembly as photo-
detector, and the far periphery (points 2, 3 and 8) all use
FEU49. This is due to the fact that long cables are used
to connect these points to the Data Acquisition system
(DAQ) which is located at detection point 1. The cable
calibration [5] shows that signal widening becomes signif-
icant thus justifying the use of FEU49 as they have higher
gain but wider initial pulse. Three SD, oriented perpendic-
ular to each other in the x, y and z planes, are located at
each detection point. The z-plane is parallel to the sky, the
x-axis is directed north.
Each SD is calibrated using the signal from minimum
ionizing particles (MIP) from the incoming cosmic ray
Figure 2. MIP area for SD.
Figure 3. Front edge for SD detector pulse with R7723 PMT.
flux. For that, an additional trigger detector consisting of
FEU49 and a 15 cm diameter scintillator is spaced under
each SD being tested. Double-coincidence schema is used.
The resulting calibration gives the area of a single MIP
signal as well as the width of the MIP signal pulse from
each SD. Due to analysis specifics of the data, calibration
is taken between the 0.1 and 0.9 of the pulse area. This
also excludes the baseline noise effects. The area of a MIP
signal for the z-plane SD from detection point 1 is shown
in Figure 2. The Landau curve fit gives the most probable
value used for the calibration.
We define the front edge of a pulse as the time between
0.1 and 0.5 of the pulse area. With that definition, the pulse
front of the SD with R7723 PMT is 5.9±1.1 ns as seen
from Figure 3. The total width is a time between 0.1 and
0.9 of the pulse area and is 18.2±4.2 ns. Both values are
for the z-plane SD from detection point 1 but are typical
for any SD with R7723 PMT. Here all uncertainties quoted
are the widths of the distributions from the fit and not the
errors on the parameter. The uniformity of the response
across the SD area is also studied.
The SD with the FEU49 also get their MIP response
calibrated using exactly the same procedure. From that
process, we also get the following typical timings: pulse
front 23.2±5.1 ns and total width of 102±29 ns (the
Figure 4. Front edge for GD detector pulse.
pulse front and the total duration for the FEU49 itself are
15.7±0.5 ns and 38.9±1.4 ns). Data is for the z-plane SD
from detection point 2 and includes the clearly seen influ-
ence of the long cables used to connect these points to the
DAQ.
2.2 Glass Detectors
At detection points 1, 4, 5, 6 and 7 there are also glass-
based detectors (GD) together with the SD. Each GD uses
50 cm x 50 cm x 3 cm optical glass that is painted white us-
ing TiO2 and R7723 PMT assembly. The reason that only
the near periphery is equipped with these detectors is that
the very narrow pulse they produce gets widened by the
long cable thus diminishing the usefulness of the GL. As
measured at detection point 1, the pulse front is 2.17±0.13
ns (see Figure 4) and the total width is 5.1±0.7 ns.
2.3 Vavilov-Cherenkov radiation Detector
Next to detection point 1 there is a Vavilov-Cherenkov ra-
diation detector (VCD), shown in Figure 5. The VCD con-
sists of three parabolic mirrors of 150 cm diameter and
focal length of 65 cm. They are mounted on the rotating
support allowing detection in zenith angle range of 0o -
80o and in azimuthal angle range of 0o - 360o.
A 15cm diameter FEU49 and a 15cm H6527 PMTs are
located in the focal point of each mirror. The field of view
of each mirror + PMT is then ∼3o.
3 Data Acquisition System and Trigger
Logic
The DAQ for the HT detector system currently consists
of 3 analog to digital converter (ADC) units and in-house
written custom software. The units used are the desktop
CAEN [6] DT5730 ADC that do not require a separate
crate for operation. They are each read by a computer via
USB port.
The multi-threaded DAQ software takes advantage of
the multiple CPUs in current computers. One thread is
Figure 5. Vavilov-Cherenkov radiation detector.
Figure 6. HT sample event.
handling data communications, one is for data display, one
saves the data as a compressed binary tree format, another
controls the process for the failure - resistant operations of
the DAQ. The graphical interface and file format are im-
plemented using ROOT [7] framework. Both the internal
ADC time stamp and the computer system time are used
for best event timing precision.
One of the ADCs is designated as a main board and is
used to form a hardware master trigger using double coin-
cidence from detection points 5 and 6 (or 4 and 7). Then
the signal is fed via fan-out unit into all three ADCs. The
same trigger signal is used for the synchronization pulse
that is recorded by the 8th channel of each ADC. The total
channel capacity of the DAQ is then 21 channels (with 3
channels used for the sync pulse).
The hardware trigger used is quite relaxed, thus a num-
ber of empty events are collected. The oﬄine trigger is
applied to all files before any further analysis. Typically
we require at least 4 detection points to have a signal in
them at the level above the 7 widths of the noise floor,
taken as the standard deviation over the first 200 points
of each channel that never have any signal in them by de-
sign. The resultant rate of EAS registration intensity rate
is ∼120 events/day at the HT detector system.
4 Sample Data
A sample of a typical event detected by the near periphery
is shown in Figure 6. The raw data for each channel is
shown, only cable length correction is introduced.
5 Conclusion
The Horizon-T detector system is designed for measuring
the spatial and temporary structure of incoming EAS with
axis in a wide range of zenith angles from 0o - 80o. HT
is located at an altitude of about 3340 meters above sea
level centered at geographical coordinates of 43o02′49”
N and 76o56′43” E. The overall detection rate of EAS
starting with primary particle energy at ∼1016 eV is 120
events/day.
HT has eight charged particle detection points, sepa-
rated by hundreds of meters. Each point has scintillator
detectors, near periphery is also equipped with glass ones.
Detectors are read out by both FEU49 and Hamamatsu
R7723 PMTs. Glass detectors with R7723 reach pulse
front edge resolution of ∼2.2 ns.
The detector system also includes Vavilov-Cherenkov
radiation detector that is made from mirrors with FEU49
and H6527 PMTs and has a field of view of each mirror +
PMT of ∼13o. This detector allows measurements of light
from EAS disks in the large range of zenith angles down
to 80o.
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